Background
Cardiac resynchronization therapy (CRT) improves outcomes in many heart failure patients, yet 1 in 3 patients do not positively respond. A "U-shaped" left ventricular (LV) activation pattern (type II), suggestive of electrical conduction block, can be characterized by cardiovascular magnetic resonance (CMR) and has been associated with improved CRT response compared to a more homogenous (type I) activation pattern. In other studies, targeting the LV pacing lead to the latest site of LV activation has been associated with improved response. We hypothesized that patients with CMR derived type II ventricular activation pattern and a concordant LV lead placement would have superior CRT response.
Methods
Patients meeting current CRT criteria were enrolled and CMR performed before the procedure on a 1.5T system. Endocardial borders were traced on short-axis cine images and radial displacement curves (RDCs) were generated and mapped to an AHA 17-segment model. LV contraction patterns were categorized as type I if the activation wave front proceeded homogenously from the septum to the free wall and type II if heterogeneous with a line of block (see Figure 1 ). Biplane catheter coronary venography defined coronary venous anatomy and fluoroscopically identified final LV lead position, which was mapped to the AHA 17-segment model. Final LV lead placement was considered concordant if within 1 segment of the latest contracting segment, and remote if > 1 segment from the latest contracting segment.
Patients underwent echocardiography at baseline and 6 months post-implant. Positive response was reverse remodeling defined as ≥ 15% reduction in end-systolic volume (ESV) at 6 months.
Results
27 patients (age 65 ± 12, 56% male, 81% non-ischemic) were included in the study: QRS duration was 162 ± 17 ms; EF was 28.6 ± 8.8%; typical LBBB was present in 56% of patients. On CMR imaging, 41% had type I pattern and 59% had type II pattern. Overall, the LV lead was concordant in 73% of type I patients and 63% of type II patients (p = 0.69). The overall echocardiographic response rate was 52%. The response rate for all type II pattern patients was 63%, and the response rate for all concordant lead position patients was 67%. The response rates for type II pattern patients with concordant leads was 90%, compared to 29% for all others (p < 0.005) (see Table 1 ). The response rates by various EKG criteria are shown in the Table.
Conclusions
The highest response rate to CRT among patients meeting current eligibility criteria was found in patients with "U shaped" (type II) LV contraction pattern identified by CMR and a concordant LV lead position. 
